The simultaneous quantification of 15 mycotoxins in cow milk by liquid chromatography-mass spectrometry, is presented. Extraction was performed with acidified acetonitrile, followed by a cleanup step with sodium acetate. During validation limits of detection (LOD) and quantification, linearity, precision, accuracy, recovery, matrix effect, and stability were studied. LOD values were between 0.02 and 10.14 ng/mL for aflatoxins M1, B1, B2, G1, G2, ochratoxins A and B, HT-2 and T-2 toxins, deepoxy-deoxynivalenol, zearalenone, sterigmatocystin and fumonisins B1, B2 and B3.
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Experimental section
Reagents
Deionized water (>18MΩcm -1 resistivity) was purified in an Ultramatic Type I system from Wasserlab (Spain). Methanol and acetonitrile (ACN) were of LC-MS and HPLC grade, respectively. In addition, formic acid (mass spectrometry grade, purity > 98%), ammonium formate (analytical grade) and sodium acetate (anhydrous, HPLC grade > 99.0%) were used. All the reagents were purchased from Sigma-Aldrich (USA), with the exception of ACN, that was from Merck (Germany),
Mycotoxin standard solutions
Mycotoxins (purity ≥ 98%) were obtained as standard solutions from Sigma-Aldrich (USA). They were stored at -20°C. AFM1 and OTB were at 10 μg/mL in ACN. AFG2
and AFB2 were at 0.5 μg/mL in ACN. AFG1 and AFB1 were at 2 μg/mL in ACN.
DOM-1, T-2, HT-2, and ZEA were at 100 μg/mL in ACN. STC was at 50 μg/mL in ACN. FB1, FB2 and FB3 were at 50 μg/mL in ACN:H 2 O (50:50). OTA was purchased (also from Sigma-Aldrich) in powder form and dissolved in methanol to achieve a solution of 1 mg/mL. The concentration of this OTA solution was determined by UV spectrophotometry at 333 nm (UVIKON 922, Kontron Instruments).
Two mixed stock solutions in acetonitrile were prepared. Stock solution 1 (including all the mycotoxins, except fumonisins) was prepared by taking a defined volume from each one of the individual standard solutions and then performing adequate dilution. This solution was aliquoted (1 mL tubes) and stored at -20ºC. Prior to use, each one of these tubes was temperated in darkness for 30 min. Stock solution 2 (including only fumonisins) was freshly prepared before use. Table 1 shows the calculated concentration of each mycotoxin in the two stock solutions. Preparation of these two stock solutions was needed due to the poor stability of fumonisins in ACN. They were used for spiking milk in the preparation of calibration samples during the validation procedure (explanation provided below).
Safety precautions
Mycotoxins are toxic compounds and therefore, some safety precautions have been taken before handling. First, mycotoxins were handled in solution to prevent exposure to dust. In the case of OTA, the purchased powder was dissolved in methanol in the sealed vial with the help of a syringe. Moreover, a face shield and gloves were used when handling mycotoxin solutions and calibration samples; low-light conditions were used to prevent mycotoxin photodegradation.
Instrumentation and analytical conditions
The analytical instrument was a liquid chromatograph coupled to a mass spectrometer (triple quadrupole), obtained from Agilent Technologies. With regard to chromatographic conditions, a liquid chromatograph (1200 series) with degasser, binary pump, thermostated autosampler and column compartment was used. The analytical column was an Ascentis Express C18, 150 x 2.1 mm, 2.7 µm particle size, fused core technology (1.7 μm solid core and a 0.5 μm porous shell) from Supelco Analytical (USA). This column has been used to achieve the benefits of sub-2 μm particles (better peak resolution and less retention time) without high backpressure. The mobile phase for the chromatographic separation was a mixture of A (aqueous solution of 5mM ammonium formate and 0.1% formic acid) and B (aqueous-methanolic solution 5:95, containing ammonium formate, 5mM, and formic acid, 0.1%). Separation was performed in the following gradient conditions: 0 min, 40%B, to 72%B at 20 min, to 85%B at 20.1 min and maintained for 1 min. Finally, the column was re-equilibrated for 9 min with the initial composition of the mobile phase. The thermostat on the column was set at 45°C during separation, and the flow of the mobile phase was 0.4 mL/min.
The injection volume was 20 L.
Detection and quantification of the mycotoxins were carried out using a triple quadrupole mass spectrometer (6410 Agilent Technologies) with an electrospray ionization source. Data acquisition parameters (i.e. monitoring ion pairs, fragmentor voltage, and collision energy) were optimized for each one of the mycotoxins.
Quantification of mycotoxins was performed in selected reaction monitoring (SRM) mode. The mass analyzers Q1 and Q3 were operated at unit mass resolution. To prevent soiling the electrospray ionization (ESI) chamber, the effluent from the chromatographic column was diverted to waste the first 1 min and from min 21 until the end of the run. Other conditions were: 4000 V in the capillary voltage, nitrogen was used as nebulizing and drying gas at 350°C, at 9 L/min and 40 psi. In addition, nitrogen (99.999% purity, Praxair, Spain) was used in the collision cell. 
Calibration samples preparation
Milk in which mycotoxins were not detected was spiked with the toxins from stock solutions 1 and 2. Different calibration milk samples were prepared to cover the desired concentration range for each one of the mycotoxins during the validation process. For achieving the desired concentration level, appropriate volumes of each one of the mixed stock solutions were poured into 15 mL centrifuge tubes, followed by reduction to approximately 25 L, under vacuum and at 65ºC (evaporator GeneVac, SP Scientific, England). The residual volume in each tube was diluted with 1 mL of cow milk and mixed using a vortex mixer. In this way, each one of the calibration milk samples contained all the mycotoxins simultaneously. This mixture was set aside for 10 min before applying the sample preparation procedure.
Sample preparation
One mL of whole cow milk was added to four milliliters of ACN (2% HCOOH) and this mixture was mixed using a rotary agitator during 15 min. Next, the tube was centrifuged for 10 min at 5000 rpm, allowing separation of a supernatant. Four milliliters of the supernatant were separated and added to a tube with approximately 60 mg of sodium acetate. The tube was shaken for 10 min in a rotary agitator and then centrifuged for 10 min (5000 rpm). Next, 3.2 mL of the acetonitrile phase (upper phase) were separated and placed into another tube and evaporated at 65 ºC until dryness.
Finally, 200 µL of 40%B-mobile phase (initial composition of the mobile phase during the chromatographic separation) were added, and the tube was vortexed until the residue was dissolved (2 min). Once filtered (PVDF, 0.45 µm, Merck Millipore, Ireland), 20 µL were injected for chromatographic analysis.
Validation of the method
The following parameters were studied for method validation: selectivity, detection (LOD) and quantification (LOQ) limits, linearity, precision and accuracy, recovery, matrix effect and stability.
In the analysis of the samples, the triple quadrupole mass spectrometer (QqQ) was used in SRM mode. For each one of the mycotoxins, one precursor ion and two product ions (transitions) were selected. One of the product ions (the most intense one) was chosen for quantification (Q) and the other for qualification (q); the ratio between the qualification and quantification transitions intensity, in percentage, was calculated in both standard samples (mycotoxins dissolved in mobile phase 40%B) and milk calibration samples. This study was carried out for each mycotoxin, at 3 levels of concentration. The presence of the two selected transitions from the precursor ion, a mean relationship (q/Q in %) with no more than a 15% difference between the two types of samples, and similar chromatographic retention times in standards and in milk samples (± 0.5%), have demonstrated selectivity.
In order to determine LOD and LOQ for each mycotoxin, milk samples spiked at different low concentration levels, per triplicate, were prepared and processed. The LOQ for each one of the mycotoxins has been defined as the lowest concentration level for which precision and accuracy values are not higher than 20%.
Precision has been calculated as RSD in percentage, whereas accuracy has been calculated as the relative error (RE), in percentage, between the nominal concentration value in the calibration sample and the concentration obtained using the calibration curve. The LOQ value has been included as the lowest level in the calibration curve for the corresponding mycotoxin. LOD was defined for each one of the mycotoxins as the concentration level in milk calibration samples in which the least intense transition ion achieved a signal-to-noise (S/N) ratio of at least three.
For the determination of range and linearity of the method, 6 milk calibration samples containing all the mycotoxins were prepared and analyzed. This procedure was repeated on three different days. Matrix-matched calibration curves were prepared for each one of the mycotoxins and the evaluation criteria for them were: determination coefficient Precision and accuracy of the method were studied in within-run (repeatability and accuracy in one day) and between-run conditions (intermediate precision and intermediate accuracy). Calibration milk samples at three concentration levels (LOQ, medium and high in the calibration range of each one of the mycotoxins) and per triplicate were prepared on the same day (within-run conditions) and on three different days (between-run conditions). The relative standard deviation and the relative error, both in %, of the concentrations obtained for each concentration level (3 or 9 for withinrun and between-run, respectively) were given as precision and accuracy, respectively.
In addition, recovery and matrix effect were studied. These validation parameters were analyzed at three concentration levels (LOQ, medium and high levels in the range of each one of the mycotoxins) prepared per triplicate on the same day (within-run) and on three different days (between-run conditions) Recovery (in percentage) was calculated as the ratio between the mean peak area obtained for each mycotoxin and concentration level when calibration milk samples were analyzed, and the mean peak area obtained when mycotoxins were dissolved in extracted milk. For each one of the assayed concentration levels, appropriate volumes of mixed stock solutions 1 and 2 were poured into six tubes and reduced to 25 µL (approximately). Next, 1 mL of cow milk was added to 3 of the tubes and they were treated as described in the sample preparation section. The other 3 tubes were added In the case of matrix effect, this was calculated as the ratio between the mean peak area obtained for each mycotoxin and concentration level when mycotoxins were dissolved in extracted milk (prepared as in the recovery study), and the mean peak area in mobile phase. In this case, the 25 µL obtained after evaporating the volumes from the stock solutions were dissolved with mobile phase (40%B) until the desired concentration was obtained. The acceptance criteria were that no matrix effects appear if the ratio (in between-run conditions) was 100%, and values higher or lower than 100% indicated signal enhancement or suppression, respectively. Stability of the mycotoxins was studied in the injector compartment kept at 4ºC, in stock solution 1 at -20ºC and in extracted, dried and frozen, milk samples. With respect to stability in the injector, three calibration milk samples at three concentrations levels (LOQ, medium and high levels) were prepared and injected after 0, 41, 88 and 120 h in the injector compartment. These samples were analyzed along with calibration curves, and the concentration obtained for each mycotoxin was compared with the theoretical nominal value. A relative error less than 15% for each concentration level was the acceptation criterion for stability.
Stability of the mycotoxins in stock solution 1 at -20ºC was assessed by analyzing an aliquot of this solution stored for 19 days at -20ºC along with a fresh solution. Aliquots were reduced to approximately 25 L at 65ºC and diluted in mobile phase (40%B). The stability of stock solution 2 was not studied because it was freshly prepared before use.
The peak areas obtained for each mycotoxin in fresh and frozen solutions were compared, and stability was assumed if the relative error between both was less than 15%.
Finally, the stability of the mycotoxins in three extracted calibration milk samples, at three concentration levels (low, medium and high levels in the calibration range of each mycotoxin) and kept at -20ºC, was assayed. After preparing the calibration milk samples and carrying out extraction and evaporation of the ACN phase, the samples were kept at -20ºC. This procedure was carried out for three weeks, and in the third week, all the frozen tubes were reconstituted with mobile phase and analyzed. In the evaluation for stability, a regression study (peak area-time) was carried out for each mycotoxin and concentration level. Acceptance criterion for stability was the obtainment of a slope value non-different from 0 (p = 95%) for each one of the three concentration levels assayed for mycotoxin.
Results and discussion
Optimization of mass spectrometry and chromatography conditions
For each mycotoxin, the precursor and product ions, the fragmentor voltage, the collision energy and retention time were studied ( were chosen for almost all the mycotoxins, with the exception of AFM1. For this mycotoxin, the sodium adduct presented the highest abundance but was unable to generate reproducible product ions. Table 2 also shows the precursor and product ions chosen for mycotoxin quantification and qualification and most of them have also been chosen by other authors (Beltrán et al., 2013; Koesukwiwat, Sanguankaew, & Leepipatpiboon, 2014; Mol, Plaza-Bolanos, Zomer, de Rijk, Stolker, & Mulder, 2008; Tsiplakou, Anagnostopoulos, Liapis, Haroutounian, & Zervas, 2014) . Different gradients and column temperatures were assayed in order to obtain chromatographic separation, and the described conditions achieve separation for all the mycotoxins in 20.1 min. A typical chromatogram obtained during the analysis of calibration milk samples at LOQ level is shown in Fig. 1. 
Preparation of the mixed stock solutions
To assure equivalent concentrations between different used batches of mixed stock solutions 1 and 2, an aliquot of each batch was reduced to approximately 25 µL, diluted with mobile phase (40%B) and analyzed. This procedure has been performed per triplicate. The mean peak areas obtained for each mycotoxin from the different batches of the mixed stock solutions were calculated and compared. The acceptance criterion for no difference among different batches was that the mean areas for each mycotoxin did not differ by more than 5%.
Procedure for milk spiking
In order to obtain calibration samples at the desired range of concentrations, milk should be spiked with the stock solutions of mycotoxins. However, care should be taken in order to avoid altering the physicochemical properties of the milk. Two different procedures for spiking were tested. The first one consisted of drying the corresponding volume of both stock solutions (1 and 2) in a 15 mL polypropylene centrifuge tube and then redissolving the mycotoxins in 1 mL of milk by vortexing (2 min). The second procedure consisted of evaporating the volume of both stock solutions (1 and 2) in the same tube until they were reduced to approximately 25 L. Next, this volume was mixed with 1 mL of milk, and 10 min were allowed to elapse before extraction. A better response (higher peak areas) and less RSD (%) were obtained by applying the second method. An explanation for the failure of the first procedure could be that mycotoxins were not completely dissolved in the milk. In the second procedure, the fortification volume (25 L), representing about 2.5% of the milk volume, was small enough to cause visible disturbance of the physical characteristics of the milk. Therefore, the last procedure was chosen.
Extraction procedure
Different solvents have been reported in the scientific literature for the extraction of mycotoxins from milk (Mol et al., 2008) . Milk is a complex matrix and the components of milk, such as proteins, fat, sugars, etc. could give problems during the extraction of mycotoxins and/or produce matrix effects. Therefore, a cleanup step should be applied after liquid-liquid extraction.
In this study, acetonitrile, acetone, methanol, ethyl acetate and different mixtures of acetonitrile-acetone were chosen for testing their extraction capability. All of them were acidified with formic acid (2%).
One milliliter of spiked milk was mixed with 4 mL of one of these solvents. Next, the mixture was centrifuged (12 min at 5000 rpm) and 4 mL of supernatant were transferred to a clean tube and evaporated at 65ºC. When the residue was dried, mobile phase In addition, accuracy and precision are adequate. Precision (% RSD) and accuracy (%RE) were < 15% in all the concentration levels assayed in within-run (n=3) and between-run (n=9) conditions for all the mycotoxins (Table 5 ). ) and therefore, it is possible that they remain in the discarded water phase during the extraction. However, this step had to be maintained because it achieves a cleanup of the extract from matrix components that allows an adequate LOQ for AFM1 and good validation data for all mycotoxins different from fumonisins.
Matrix Effect results, evaluated at three levels of concentration in between-run conditions (n=3), are shown in table 5. Significant signal suppression was observed for most of them, with DOM-1, STC and ZEA being the most affected. Mean ME(%) on different levels and days (n=9) were: 25.5, 65.7, 96.8, 53.9, 69.8, 58.3, 77.6, 88.1, 69.4, 62.9, 36.1, 19.8, 77.5, 63.8, 61 .5 for DOM-1, AFG2, AFM1, AFG1, AFB2, AFB1, HT-2, OTB, T-2, FB1, ZEA, OTA, STC, FB3 and FB2, respectively, with RSD (%) ≤15%, except for DOM-1 which is 21.9%. This can be explained by the fact that this mycotoxin has the lowest retention time (1.55 min); therefore, in the ionization source, this compound probably co-occurs with more matrix components than the other mycotoxins and the preparation of the sample has a great impact on the matrix effect for this mycotoxin. In fact, the obtained matrix effect RSD (%) for DOM-1 in within-run conditions (data not shown) is lower than 13% for each one of the three days. The varied ME values for the different mycotoxins are due to their different physicochemical properties and ionisation behavior.
Stability studies
Compliance with the stability criteria allows concluding that all the mycotoxins were stable in the injector compartment kept at 4ºC for at least 41 h. However, DOM-1 and FB3 were also stable for 88 h, and AFB1, AFB2, AFG1, AFG2, AFM1, OTB, HT-2 were stable up to 120 h. All the mycotoxins (other than fumonisins) were stable at -20ºC for at least 2 weeks in extracted and evaporated samples. Fumonisins were stable for only one week. In addition, stability of the mycotoxins in mixed stock solution 1 at -20ºC during 19 days has also been concluded.
Applicability of proposed method
Ten whole UHT cow milk samples from different trademarks were collected throughout the region of Navarre (Spain) and analyzed for mycotoxin contamination using the validated methodology previously described. Levels of mycotoxins higher than their respective LODs have not been encountered in the samples. Figure 1 shows an example of the chromatograms obtained when a sample and a calibration milk sample spiked at LOQ level are analyzed.
Conclusions
Milk is a highly consumed food due to the high content of nutrients for humans. It is especially consumed by children and young people, but it is also consumed at the adult age. Therefore, the presence of toxin compounds in milk should be avoided in order to protect human health. Validated analytical methods are needed for simultaneous mycotoxin determination, especially those capable of multi-detection, because they can be used to monitor the presence of different toxins in one single analysis, making the determination less expensive and less time-consuming. In this paper, an LC-MS/MS (triple quadrupole) method has been validated for achieving the simultaneous analysis of 15 mycotoxins in milk, including those of major concern for their prevalence and toxicity in raw materials, and some mycotoxins that have not been frequently studied in milk, such as fumonisins, sterigmatocystin or ochratoxin B. The proposed method, based on liquid-liquid extraction using acidified ACN, and cleanup of the extract with sodium acetate, has yielded good results during the validation studies and has been applied to the analysis of 10 milk samples. No mycotoxins have been found, but more samples should be analyzed to evaluate their presence in this matrix. Table 5 : Precision (%RSD), accuracy (%RE), matrix effect (%ME) and recovery (%R). Within-run precision and accuracy have been studied in triplicate at 5 each concentration level, whereas between-run have been studied in triplicate on three different days. ME and recovery have been studied in between-run 6 conditions on three days. 7
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